survival rate and the re-intervention rate. A comprehensive evaluation of the preoperative and intraoperative aortic dissection (AD) morphology using computed tomography angiography (CTA), magnetic resonance angiography (MRA), transesophageal echocardiography (TEE), or intravascular ultrasound (IVUS) is important. IVUS is a unique image modality that visualizes vessels from within. Recently, IVUS examinations of the coronary arteries [4] and peripheral arteries or venous diseases [5] [6] [7] [8] [9] have enabled to assess the morphological characteristics of the lesions and have enabled treatment to be optimized. The use of IVUS in the management of AD, however, is not a routine practice. Literature [10] [11] [12] regarding TEVAR for type B-AD suggested that it had the capability of delineating false and true lumens and visualizing whether a major side branch is emanating from the true or false lumen. The origins of the dissection and re-entries are clearly visualized, and the landing zones can be evaluated. Using IVUS during TEVAR can enable the operator to take measurements of proximal landing zone to check the exact position of the stent graft, and to verify the patency of the branches at the end of the procedure. [13, 14] However, there were only limited studies that had evaluated the feasibility and safety of IVUS-assisted TEVAR, and even fewer comparing IVUS-assisted TEVAR with routine TEVAR (traditional). The actual clinical utility of IVUS-assisted TEVAR for type B-AD remains unclear. In this prospective study, we aimed to evaluate the utility of intraoperative IVUS to assess its impact on TEVAR of "complicated" type B-AD. In addition, aortic remodeling after TEVAR in the two groups was observed by CTA during follow-up.
Methods

Patient selection
From September 2011 to April 2012, 102 patients presented to our center with type B-AD. Fifty-two patients (51.0%) were defined as having "complicated" type B-AD. The "complicated" type B-AD cases were classified with two or more of the following clinical presentations: (1) Symptomatic visceral malperfusion; (2) lower limb ischemia; (3) multi-barreled AD; (4) great compression of the true lumen (true lumen <10%); (5) large primary entry tear (≥10 mm); (6) refractory hypertension; and (7) recurrent thoracic pain or pain with documented rapid aortic enlargement, interpreted to be impending rupture. Patients were excluded if arterial access was inadequate (<7 mm diameter of iliac or femoral arteries). Five patients were lost to follow-up and were excluded from the data analysis. The inclusion criteria for the IVUS-assisted TEAVR group were patients with acute or chronic renal insufficiency, or allergy to contrast agents, or multi-barreled AD. Of the 47 "complicated" type B-AD cases, 13 patients were selected to receive TEVAR with the assisted IVUS evaluation before and after stent implantation, including hyperacute (2/13), acute (1/13), subacute (4/13), and chronic (6/13) AD, respectively. Thirty-four patients underwent routine TEVAR using angiography alone. Patient demographics, comorbidities, preoperative images, dissection morphology, details of operative strategy, intraoperative events, and postoperative course were recorded. The study received the approval of the Committee for the Protection of Human Subjects of Zhongshan Hospital, Fudan University. All patients participated in the study signed an informed consent document.
Preoperative and intraoperative procedures
Baseline CTA with multiplanar reconstruction was performed to assess the feasibility of endovascular procedure, patency, and origin (true or false lumen) of visceral vessels and cerebral circulation, arterial access, and sizing of stent grafts. The general procedure of TEVAR had been reported previously. [15] The following stent graft systems were used in this series: Talent, Valiant, and Valiant-Captivia (Medtronic, Minneapolis, MN, USA); Zenith TX 2 (Cook, Bjaeverskov, Denmark). IVUS evaluation was performed before and after stent implantation. A final angiogram was performed at the end of TEVAR to confirm accurate endograft fixation at the anticipated location and satisfactory exclusion of the primary entry. If the proximal landing zone (the distance from the origin of the left subclavian artery (LSA) to the primary entry) measured <15 mm, then one of two strategies would be applied to create an extra anchoring area: (1) Intentional coverage of LSA, if the right vertebral artery was patent and the left one was not dominant or (2) revascularization of LSA with bypass or chimney technique. Oversizing was calculated according to the diameter from the adventitia to the adventitia of the proximal landing zone on CTA. If the malperfusion of the aortic branches (iliac or visceral arteries) still existed after TEVAR of the primary entry, endovascular repair would be considered to maintain the target organ perfusion.
All procedures were performed in a hybrid operating room under general anesthesia. If the endovascular procedure was performed percutaneously through a vascular sheath in the femoral artery, then the access site was secured with two proglide devices (Abbott Vascular, Redwood City, CA, USA). Postoperatively, medical management included β-blockers, angiotensin-converting enzyme inhibitors, angiotensin receptor blockers, or calcium antagonists administrated alone or in combination to maintain the systolic blood pressure at <140 mmHg. Antiplatelet therapy was recommended for the patients who had undergone bypass, such as the carotid-carotid artery, aorta-carotid artery, or carotid-subclavian artery.
Intravascular ultrasound application
We primarily used the Vision PV 8.2-Fr, 10-MHz catheter (Volcano Therapeutics, Rancho Cordova, CA, USA) for aortic procedures. IVUS catheters were introduced either by percutaneous puncture or by open femoral artery exposure. For aortic procedures, we typically used a 10-Fr or 12-Fr sheath to accommodate the 10-MHz IVUS catheter. The IVUS catheter was loaded onto a 0.035-inch stiff guide wire (e.g., 0.035-inch stiff Terumo or 0.035-inch Amplatz Super Stiff guide wire) and allowed examination of the iliac artery and the entire abdominal and thoracic aorta. Use of a stiff guide wire provided more controlled advancement of the catheter within the lumen, particularly in tortuous or stenotic iliac arteries. A 10-MHz catheter was advanced along the 0.035-inch wire. Once the catheter reached a normal segment of the ascending aorta, we began to withdraw at a speed of approximately 5 mm/s until bifurcation of the abdominal aorta was reached. The morphology of the AD lesion was recorded and analyzed. After deployment of the stent graft, besides the angiography, the same IVUS examination was performed again to evaluate stent apposition and coverage of the dissection entries and patency of any major branches. For some uncertain regions, if the IVUS result was satisfactory, further angiography could be avoided. Along with the previous angiography, further manipulation using balloon angioplasty or a cuff stent graft implantation should be considered.
Definitions and endpoints
According to recent data from the International Registry of Acute Aortic Dissection (IRAD), there were four distinct periods (hyperacute, acute, subacute, and chronic presentation) that define the timing of type B-AD. [16] Malperfusion was defined as decreased perfusion of aortic branches (spinal, iliac, or visceral arteries) that typically lead to paraparesis or paraplegia, lower limb ischemia, abdominal pain, nausea, and diarrhea. Diagnosis of static or dynamic organ malperfusion is corroborated by laboratory markers (bilirubin, amylases, enzymes, creatinine) and imaging data. Refractory hypertension was defined as hypertension persisting despite three or more different classes of antihypertensive therapy at maximal recommended or maximal tolerated doses. Renal function was defined using the chronic kidney disease staging system.
The primary endpoints were AD-related death and AD-related events, including endoleak, aneurysmal dilatation, aortic retrograde dissection, organ ischemia, stent graft-induced new entry (SINE), and spinal cord ischemia.
Follow-up aortic remodeling
Patients were followed up with serial follow-up; CTA imaging was performed at 3, 6, and 12 months and then annually thereafter to assess false lumen status and aortic cross-sectional diameter.
Statistical analysis
Results were analyzed with SPSS software version 20.0 (SPSS Inc., Chicago, IL, USA). Data were assessed for normality and expressed as number (%) for the category and mean ± standard deviation (SD) or median (range) for continuous variables. Two-tailed Student's t-test was used to analyze continuous variables. Categorical variables were compared using Chi-square test or Fisher's exact test. The paired-samples t-test was used for comparison of average diameter values in the landing zone between IVUS measurements and CTA measurements. A P < 0.05 was considered as statistically significant.
results
Of the 47 patients (females, 8.51%; mean age, 57.38 ± 13.02 years), 13 (27.66%) were selected in the IVUS-assisted TEVAR group, and 34 were selected in the TEVAR group. All the enrolled patients were symptomatic (either chest pain or abdominal pain). Baseline characteristics of the two groups are listed in Table 1 . The "complicated" features of these series are shown in Figure 1 .
Endograft deployment was successful in all cases. Five cases (5/47) required debranching procedures during the first stage, and endograft repair was performed during the secondary stage. Two of these cases (2/13) were in the IVUS-assisted TEVAR group, and three of these cases (3/34) were in the TEVAR group (P = 0.607). The hybrid procedures with two stages were preferred. The interval time was more than 7 days between the two procedures. In addition, in the IVUS-assisted TEVAR group, one patient [patient 8, Table 2 ] received TEVAR combined with left common carotid artery (LCCA) chimney stenting to acquire an adequate landing zone.
CTA measurements of the diameter of landing zone ranged from 23.6 to 37.4 mm (mean 30.64 mm) versus 24.7-38.6 mm (mean 31.82 mm) for IVUS in the IVUS-assisted TEVAR group. The average diameter values of IVUS measurements were greater than those estimated by CTA (31.82 ± 4.21 mm vs. 30.64 ± 4.13 mm, P < 0.001). Based on IVUS findings, one case (patient 8) with LCCA partly covered underwent a chimney stent for bailout. One case (patient 10) was found the static ischemia in superior mesenteric artery (SMA) by IVUS after TEVAR, and with a bare stent implantation in SMA. Unfortunately, this patient died of multiple organ dysfunctions at 64 days after the procedure.
The technique success rate was 100%. Postoperative outcomes are analyzed in Table 3 . A statistical difference emerged between the IVUS-assisted TEVAR and TEVAR groups for total operative time (89.3 ± 43.3 vs. 116.4 ± 26.7 min; P = 0.013). We also found a statistically significant difference between the two groups regarding the amount of contrast medium (101.3 ± 18.2 vs. 133.7 ± 17.6 ml; P < 0.001). Wound infection and percutaneous access-related complications were not found in the groups.
Follow-up ranged from 15 to 36 months (mean, 24.7 ± 9.4 months) for the IVUS-assisted TEVAR group and from 10 to 35 months (mean, 23.3 ± 8.9 months) for the TEVAR group (P = 0.646). The adverse events during Table 4 . One of the two patients who died in the TEVAR group died of retrograde dissection 6 h after the TEVAR procedure in the ward, and the diagnosis for pericardiocentesis was confirmed. The other patient also died in the hospital after TEVAR after experiencing sudden hypotension, the inability to breathe, and the halting of circulation. The rate of endoleak in the IVUS-assisted TEVAR group was 23.08%. Only one type IA endoleak in this group was found intraoperatively, and it was treated using balloon dilatation and cuff stent graft implantation. This case was closely watched and was free of new endoleak during the follow-up period. The other two cases of type II endoleak were both under surveillance. Compared with the IVUS-assisted TEVAR group for endoleak, the post-CTA showed the presence of type II endoleak in four cases in the TEVAR group (P = 0.377). In the TEVAR group, one case with a type II endoleak and a suspected type IA endoleak was treated by stage. Incidences of aneurysmal dilatation, retrograde dissection, organ ischemia, SINE, and spinal cord ischemia were also analyzed. Among these AD-related adverse events, no statistical difference emerged between the two groups.
In Patient 11 in the IVUS-assisted TEVAR group, the first entry tear (diameter, 9 mm) was 20 mm distal to the LSA, and CTA demonstrated signs of multi-barrel and multi-entries. With the assistance of intraoperative IVUS, the true lumen was confirmed as soon as possible. Then, a valiant stent graft was successfully implanted. After TEVAR, IVUS imaging showed the enlargement of and return of pulsatile flow to the true lumen with stagnation of flow in the false lumen. Follow-up CTA at 26 months revealed satisfactory exclusion of the primary entry, complete thrombosis of the false lumen, and pleural effusion absorption [ Figure 2 ].
dIscussIon
With the advancements in TEVAR of type B-AD, we tend to take a multimodal approach incorporating the preoperative CTA and intraoperative IVUS to bolster our anatomical knowledge and verify our preoperative understanding in real-time. In the present study, we aimed to evaluate the utility of IVUS to assess its impact on TEVAR for "complicated" type B-AD.
We all know that IVUS is a well-established method for diagnosis of type B-AD and for guiding endovascular treatment. It can provide real-time data during aortic interventions, which is helpful for appropriate diagnosis, morphology analysis, graft selections, and deployment. [13] After deployment of the stent graft, IVUS can identify the location of critical visceral vessels related to re-entry sites and assess pulsatility in the true lumen and false lumen [ Figures 3 and 4] . [16] Koschyk et al. [17] compared angiography, TEE, and IVUS intraprocedurally before and after placement of 48 stent grafts in 42 consecutive patients with acute and chronic type B-AD. IVUS and TEE seemed superior to angiography in identifying multiple entries, diagnosing false lumen slow flow and the reperfusion of major branches after stent graft implantation, and detecting incomplete stent apposition. However, TEE was superior to IVUS and angiography for detecting endoleaks. [17] In fact, IVUS is invaluable for providing specialized findings for the complicated morphology AD. Blasco et al. [18] chose pre-established planes to obtain comparable measurements with IVUS and computed tomography (CT). They showed IVUS is a safe procedure without technique-related perioperative complications. On the contrary, Fernandez et al. [19] demonstrated that IVUS measurements, especially those that were not centered along the aortic arch or in a particularly tortuous portion of the aorta, might be less accurate than centerline three-dimensional CT scan 11) demonstrated the diameter of the first entry tear was 9 mm and was 20 mm distal to the left subclavian artery. The false lumen located at the outer aortic curvature, whereas the true lumen with great compression at the descending aorta. Fortunately, the superior mesenteric artery generated from the true lumen. The left renal artery from the false lumen was not compromised; the right renal artery has thrombosed. (c-f) With the assistance of intraoperative intravascular ultrasound, the case was successfully repaired with a stent graft (c-d). The flap moved remarkably and the high velocity flow in the false lumen was observed in real-time by the intraoperative IVUS before (e) and after TEVAR (f). (g-h) Post-CTA at 13 months showed partial thrombosis at the end of the stent graft (g), whereas thrombosis was fully formed at 26 months follow-up (h). measurements. They found that in 66% of measurements, IVUS yielded a value that was larger than the CT scan measurement, and in 11% the difference in measurements was at least 5 mm when compared with CT centerline measurements. Our study was similar to Fernandez et al.' s that IVUS measurements of the diameter of landing zone was greater than those estimated by CTA (P < 0.01). [19] And the measurements of CTA in landing zones ranged from 23.6 to 37.4 mm (mean 30.64 mm) versus 24.7-38.6 mm (mean 31.82 mm) for IVUS. The stent-graft choice mainly depended on the measurements of preoperative CTA, IVUS, and digital subtraction angiography (DSA) information was as the complement to guide our decision-making process.
With the incorporation of the real-time IVUS imaging, we could easily confirm the condition of the proximal of the landing zone, discriminate true and false lumen according to the three layer sign of the true lumen on cross-sectional images, and demonstrate the location and diameter of entries as well as the origins (true or false lumen) of branches. Therefore, one great benefit of IVUS as an adjunct is that it allows contrast use to be significantly limited. This is of specific value in patients with renal insufficiency, which is not uncommonly seen in AD with renal malperfusion. Hoshina et al. [20] reported patients in the IVUS group required fewer intra-arterial contrast agents than those in the non-IVUS group during endovascular aneurysm repair (67 ± 34 ml vs. 123 ± 50 ml; P < 0.01). And, they recommended the routine use of IVUS in EVAR procedures. Similarly, in our study the patients with renal dysfunction were priority to the IVUS-assisted TEVAR group, and the creatinine preoperative between the two groups was statistically different (P < 0.01). Also, the mean amount of contrast medium used in the IVUS-assisted TEVAR group was 101.3 ± 18.2 ml, and in the TEVAR group it was 133.7 ± 17.6 ml. There was a significant difference between the groups (P < 0.01). In the traditional TEVAR group, we usually discriminated the true and false lumen and confirmed the branch arteries perfusion by angiography practice. In fact, it was so difficult to make the true lumen out especially in the multi-barreled AD by angiography that much more dosage of contrast medium was needed in multiple perspectives. On the contrary, IVUS could easily distinguish the true lumen from the false lumen, identify the patency of critical visceral vessels and assess pulsatility in the true lumen and false lumen accurately. Therefore, if IVUS verified a satisfying result, the subsequent angiography could be avoided. Additionally, for patients with "complicated" AD, IVUS may help decrease the operative time. As in the present study, the total operative time between IVUS-assisted TEVAR and TEVAR groups also demonstrated a statistically significant difference (89.3 ± 43.3 vs. 116.4 ± 26.7 min; P = 0.013).
Patients with severe malperfusion syndrome or hemodynamic instability at presentation should be considered at high risk for death. [21, 22] IRAD trial data showed much higher in-hospital mortality after medical therapy with refractory hypertension or pain compared with those without these features (35.6% vs. 1.5%; P < 0.001). [23] Ueda et al. [24] reported that detection of the bird-beak configuration was helpful in the prediction of type I or II endoleak after TEVAR (P < 0.01). Similarly, Sueyoshi et al. [25] found that presence of multi-barreled AD on CTA was a powerful predictor of AD-related death compared with double-barreled AD. Imaging features of a large entry tear, a partially thrombosed false lumen, circular configuration of a true lumen, and a false lumen located at the inner aortic curvature on the first CTA were found to be associated with positive aortic growth. Patients with these predictors might benefit from more surveillance or early prophylactic intervention. [26] [27] [28] In these circumstances, IVUS could assist to provide the full perioperative imaging evaluation for successful endovascular procedures.
Compared with the currently used imaging techniques such as CTA, MRA, TEE, and angiography, IVUS still has the following limitations: (1) It is an invasive procedure that can cause potential damage; (2) because of the high cost, IVUS cannot be used for regular examination for TEVAR or for follow-up; [29] (3) during insertion of the IVUS catheter, inadvertent manipulation may cause new entry or development of AD, especially in complicated morphology AD; (4) when the IVUS catheter crosses the smaller vessels (such as coronary arteries) or severe stenosis, incidences of arterial spasm, dissection, or acute thrombosis may be caused, However, morbidity has been <3%; [30, 31] and (5) IVUS accuracy is limited with respect to measurements in tortuous or curved areas, such as the aortic arch. [19] Admittedly, there were several limitations to the study. Most notably, the limited numbers of patients were not randomized to the different groups. Patients with this high-risk disease often hesitated to this invasive procedure, although IVUS would be very useful in some of hyperacute or acute cases, especially for the renal dysfunction. For another, the protocol for the patient selection was hard to be standard, which also lead to the selection bias in the results. Another variable that should be considered was the five patients (10%) lost to follow-up. If they were assumed to have dead, this would influence the results. The variety of symptoms and procedures within the cohort in our single center also took some bias in the results. However, under such hostile situation, we had enrolled 13 patients in IVUS-assisted TEVAR group and 34 in the control group to evaluate the feasibility and safety of IVUS in TEVAR for "complicated" type B-AD, and most of them were followed up. To the best of our knowledge, the present study first compared the two groups in complicated morphology AD. For these reasons, we only aimed to share our experiences with clinicians to better understand the valuable utility of IVUS.
In conclusion, IVUS played a feasible and safe role in TEVAR and especially benefited patients with "complicated" type B-AD. Nevertheless, IVUS can provide helpful insight regarding the morphology of the dissection, which may influence stent placement and decrease procedural time and contrast dosage. However, we only used preoperative CTA, and DSA in conjunction with IVUS to obtain a picture that was as complete as possible to guide our decision-making process. Therefore, the value of IVUS in evaluation and treatment of AD cannot be overstated. 
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